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ABSTRACT: 
During the processes of guided bone regeneration in the maxillary 
bones, which aim to recover or preserve support tissue for the 
placement of implants on which dental prostheses are retained, the 
use of various particulate graft biomaterials from different sources 
(animal or synthetic) is standardized. At present, the pressure of 
compaction of this material in the recipient bone is manual, dependent 
on the clinician, although there is some scientific evidence on the 
effects of different compressive forces on angiogenesis and prognosis 
of the regeneration of the grafted areas.  
The aim of the present study is to design, calibrate and verify in vitro a 
compaction instrument for clinical use, which allows a controlled and 
precise compaction pressure of the particulate graft biomaterial and 
standardize the procedure.  
The designed instrument is a precision compactor of adequate size for 
proper intra and extraoral clinical manageability and manufactured in a 
sterilizable material by autoclaving. The range of compression that 
allows (0 -1,82 Newton), is within the forces that are commonly applied 
in surgery and that have been determined by a specific test on 8 oral 
surgeons. Instrument calibration has been performed by an 
independent accredited company.  
The testing of the instrument was carried out by an in vitro test where 
the biomaterial was compacted at different forces (0,80 and 1,82 
Newton) and was observed by a computerized micro-tomography that  
when increasing the compression force, decreased the space between 
particles provided  for the migration and proliferation of new blood 




Key Words: bone regeneration, compaction, instrument, compactor, 
particle biomaterial, bone graft. 
RESUMEN:  
Durante los procedimientos de regeneración ósea guiada en los 
huesos maxilares, que tienen como objetivo recuperar o preservar 
tejido de soporte para la colocación de implantes sobre los que se 
retienen las prótesis dentales, está estandarizado el uso de diversos 
biomateriales de injerto particulado de diferente procedencia (animal o 
sintético). En la actualidad la presión de compactación de dicho 
material en el hueso receptor es manual, clínico dependiente, pese a 
que existe cierta evidencia científica sobre los efectos de las diferentes 
fuerzas de compresión en la angiogénesis y pronóstico de la 
regeneración de las zonas injertadas.  
El objetivo del presente estudio es el de diseñar, calibrar y comprobar 
in vitro un instrumento de compactación para uso clínico, que permita 
una presión de compactación controlada y precisa del biomaterial de 
injerto particulado y estandarizar el procedimiento. 
El instrumento diseñado es un compactador de precisión de tamaño 
adecuado para una correcta manejabilidad clínica intra y extraoral y 
fabricado en un material esterilizable por autoclavado. 
El rango de compresión que permite (0 – 1,82 Newton), está dentro de 
las fuerzas que se aplican comúnmente en cirugía y que se han 
determinado mediante una prueba específica sobre 8 cirujanos orales. 
La calibración del instrumento se ha realizado por una empresa 
acreditada independiente. 
La comprobación del instrumento se ha realizado mediante un ensayo 
in vitro donde se compactó el biomaterial a diferentes fuerzas (0,80 y 
1,82 Newton) y se observó mediante micro-tomografía computerizada 
que al aumentar la fuerza de compresión disminuía el espacio entre 
partículas provisto para la migración y proliferación de los nuevos 
vasos sanguíneos y células. 
 
Palabras Clave: regeneración ósea, compactación, instrumento, 
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1.- INTRODUCTION 
 
The disciplines of Medicine and Dentistry are constantly developing to obtain better diagnoses and treatments for 
patients. In this sense, technology and engineering are crucial for the ever-increasing supply of more reliable and 
effective tools that involve less invasive and more predictable treatments. 
Oral implantology is a medical discipline with a high level of development that has obtained major benefits from 
technological innovations. This discipline deals with the functional and aesthetic recovery of edentulous patients by 
placing implants of various metal alloys in the maxillary bones to provide support and retention to dental prostheses [1]. 
The use of dental implants for such purpose has experienced exponential growth since its inception. In fact, in the 
United States in 2001, it was estimated that approximately 450,000 implantations were carried out [2], while in 2013, 
this figure reached 1.26 million, and it is expected to continue increasing [3]. 
 
The reabsorption of the maxillary bone that inevitably follows tooth loss often causes a significant problem in achieving 
satisfactory oral rehabilitation with dental implants [4]. On the one hand, the remaining bone volume can be so critical 
that it does not even allow an implant to be housed, even one with a narrow (less than 4 mm) or short (less than 8 mm) 
diameter. On the other hand, there is enough evidence to show that an adequate bone volume ensures good long-term 
results [5,6]. 
 
The development over the last 30 years of guided bone regeneration (GBR) techniques, based on new materials and 
procedures, allows the predictable modification of the maxillary bone anatomy that has been altered by resorption [7,8], 
thus recovering adequate bone volumes for the placement of dental implants. 
 
GBR is the best documented technique for the treatment of bone defects located in the maxillary bones. This is a 
procedure with high success rates that is based on priming the development of the cell biotype sought to be regenerated 
(in this case, the bone), isolating it from other unwanted tissues (soft tissues) by using barrier membranes [9,10]. The 
success or failure of these procedures ultimately depends on the efficiency of the barrier membrane, the maintenance of 
the space and a correct surgical technique.   
 
Barrier membranes are essential for guided bone regeneration. Their main function is to act as a physical obstacle to 
prevent soft-tissue invasion into the bone defect [11]. In experimental and clinical studies, a wide variety of membrane 
materials, both resorbable and non-absorbable, have been used. 
 
Different types of graft materials are available. These are classified according to their origin as autografts (tissue that is 
transferred from one position to another within the same individual), allografts (tissue that is transferred between 
members of the same species), xenografts (tissue transferred between members of different species) and synthetic 
materials or alloplastic grafts (artificially generated in laboratories), for which different properties have been described. 
 
Currently, the maintenance of the spatial volume of the bone to be regenerated is considered the main function of the 
bone graft or substitute material. Essentially, the membrane separates the different types of tissues, and the graft 
prevents the membrane from collapsing, generating a scaffolding that allows the migration and proliferation of blood 
vessels and cells, which are crucial for the formation of new bone [12,13]. 
 
Xenografts are the most used materials for this purpose. There is an extensive bibliography that supports their use. 
Bovine, porcine and natural coral origin xenografts are most commonly used. Generally, the commercial presentation of 
these biomaterials comes in particles of 0.25 mm to 2 mm in size. An example of a bovine-origin xenograft of 0.5 to 1 
mm in particle size (Cerabone® Botiss Biomaterials GmbH, Dieburg, Germany) is shown in fig. (1) 
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Fig. 1: Particulate Xenograft 0.5 - 1.0 mm. 
 
The morphological characteristics and surgical technique are very important for the outcome of bone regeneration. The 
placement technique and packaging of the biomaterial also seem to influence the outcome [14,15]. 
 
The compaction of the biomaterial during surgery is usually carried out with different manual compactors, disregarding 
the force applied on the biomaterial, which is inherent to the subjective sensation of each surgeon. 
 
It is assumed that an excessive compaction of the biomaterial could cause, on the one hand, a fracture of the particles 
and, on the other, a reduction in the space between them, which could hinder the penetration of cells and new blood 
vessels. In turn, a poor compaction could leave an excessive space between particles, obtaining a smaller area of 
biomaterial for cellular apposition, which could allow small micro-movements. Several preclinical studies in animal 
models have attempted to establish the relationship between the compression of the graft material and the result of the 
regeneration [14,15]. The great limitation of these studies is that the methods used for graft compaction (weights and 
coins) are not transferable to the clinic. 
 
Therefore, this work aims to design and calibrate an instrument to accurately control the compaction pressure of a 
particulate graft, with characteristics suitable for clinical use in the oral cavity. A second objective is to verify (using 
our instrument) the influence of the pressure applied on the resulting spaces between the particles on the migration and 
proliferation of new vessels and cells. 
 




Currently, although bone regeneration by means of particulate grafts is a frequent procedure in oral surgery, there is no 
compaction tool capable of measuring the force applied, Therefore, our research team had the need to develop this tool. 
 
Initially, we based our design on the idea of a dynamometer and its possible clinical uses and manageability. The 
dynamometer, invented by Sir Isaac Newton (1643-1727), is a tool that allows the calculation of the weight of a body or 
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The traditional dynamometer bases its operation on the stretching of a spring, following Hooke’s law of elasticity, 




𝐹 = 𝑘 .  𝑥 
 
𝐹   𝑖𝑠 𝑡ℎ𝑒 𝑓𝑜𝑟𝑐𝑒 𝑎𝑝𝑝𝑙𝑖𝑒𝑑 𝑡𝑜 𝑡ℎ𝑒 𝑠𝑝𝑟𝑖𝑛𝑔; 
𝑘   𝑖𝑠 𝑡ℎ𝑒 𝑠𝑝𝑟𝑖𝑛𝑔′𝑠 𝑒𝑙𝑎𝑠𝑡𝑖𝑐𝑖𝑡𝑦 𝑐𝑜𝑛𝑠𝑡𝑎𝑛𝑡;  𝑎𝑛𝑑 
𝑥  𝑖𝑠 𝑎 𝑣𝑒𝑐𝑡𝑜𝑟 𝑡ℎ𝑎𝑡 𝑖𝑛𝑑𝑖𝑐𝑎𝑡𝑒𝑠 𝑡ℎ𝑒 𝑣𝑎𝑟𝑖𝑎𝑡𝑖𝑜𝑛 𝑜𝑓 𝑡ℎ𝑒 𝑙𝑒𝑛𝑔𝑡ℎ 𝑜𝑓 𝑡ℎ𝑒 𝑠𝑝𝑟𝑖𝑛𝑔. 
 
In this case, our objective was to measure compression. To clarify what we intended to achieve, a simple homemade 
compactor was developed using a ballpoint pen, a metal shank and a compression spring. 
To determine the pressure range of the compactor, we conducted a study with the participation of 8 experienced oral 
surgeons. A biomaterial was placed in a container on a precision scale (SBS-LW-2000A-2000g/0.01g by Steinberg 
Systems, Poland), while the surgeons applied pressure to it simulating the compaction performed during an intra-
surgical intervention. 
Table 1 shows a descriptive statistical analysis of the pressure values obtained by each surgeon. The mean values reveal 
certain differences in the pressures applied by the different surgeons. Additionally, there is an important difference 
between the minimum and maximum pressures applied, 0.09 newtons (N) and 1.49 N, respectively. The overall mean 























Table 1: Descriptive statistical analysis (gram-force units). 
 
Next, Levene’s statistical method was used to evaluate the equality of the variances for a calculated variable (pressure) 
for two or more groups (surgeons). This analysis tests the null hypothesis "Ho: There is a homogeneity of variances or 
homoscedasticity". Once the analysis was carried out, we obtained a probability value, significance or p value <0.05, so 
the null hypothesis is rejected. It was thus concluded that not all variances are equal; that is, it was confirmed that the 
differences between the mean values of the sample are too large to be attributed only to chance. 
Surgeon N Mean Standard deviation Standard error 
95% confidence interval 
Minimum Maximum 
Lower limit Upper limit 
1 50 37.6078 15.75827 2.20660 33.1758 42.0399 9.00 72.00 
2 50 37.0200 15.48863 2.19042 32.6182 41.4218 10.00 87.00 
3 50 65.0600 20.23778 2.86205 59.3085 70.8115 20.00 105.00 
4 50 78.8400 31.78265 4.49475 69.8075 87.8725 24.00 152.00 
5 50 42.1600 17.11708 2.42072 37.2954 47.0246 13.00 98.00 
6 50 67.0400 22.11469 3.12749 60.7551 73.3249 15.00 123.00 
7 50 48.0577 18.13718 2.51517 43.0083 53.1071 14.00 91.00 
8 50 52.8269 20.31876 2.81770 47.1701 58.4837 19.00 91.00 
Total 400 53.5062 24.98996 1.24176 51.0651 55.9473 9.00 152.00 
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Once the possibility of homoscedasticity within the analysed population was discarded, Dunnett’s T3 post hoc test 
was carried out, which allows a pairwise comparison to determine whether there are certain sample populations 
(pressure applied by certain surgeons) different from one another and identify them. Once the test was done, we 
observed that certain sample populations are relatively homogeneous with each other (GROUP 1: Surgeons 1, 2 and 
5, with p value >0.9; GROUP 2: Surgeons 3 and 6, with p value >0.9; and GROUP 3: Surgeons 7 and 8, with p value 
>0.9). Therefore, it is possible to affirm that there are significant differences between the pressures applied by the 
surgeons according to the groups indicated above, as shown in Fig. (2). 
 
Fig. 2: Box plot presenting the data obtained. 
 
After analysing the results and concluding that the sample differences are not due to random variations in the 
sampling and that there are significant differences between the different sample populations, we decided to consider 
a pressure range in the instrument’s design to cover at least the full pressure range exerted by the surgeons in the 
study (between 0.09 and 1.49 N). 
 
All the statistical analyses were carried out using IBM SPSS Statistics software, version 22.0 for Windows and the 




2.2.- CHARACTERISTICS OF THE INSTRUMENT 
 
From this initial idea and considering certain desirable characteristics, we developed this design, best represented by 
the plans in Fig. (3). 
 
It was manufactured in a conventional lathe (SC200 by Pinacho, Huesca, Spain) by an expert lathe machinist from a 
specialised workshop. It has been mechanised in stainless steel so that it can be sterilised. It is similar in size to a 
ballpoint pen or manual compactor to allow its use in intraoral compaction. 
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Fig. 3:Plans for the instrument’s prototype. 
 
The instrument consists of a compactor whose operation is based on a simple compression dynamometer. It features a 
solid shank of 7.9 mm in diameter that slides inside a hollow cylinder with an internal diameter of 8 mm. The shank has 
at one end a circular active tip of 3.9 mm in diameter, similar to that of any clinical compactor. At the other end, it has a 
recess where the spring is inserted and a visible posterior extension (outside the hollow cylinder) with a stripe-marking 
system. The hollow cylinder through which the shank slides has a threaded end for the insertion of the cap. The cap has 
a threaded design that allows the replacement of the spring if it loses its properties or achieving greater compaction 
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A compression spring was specially designed for this study, complying with the necessary characteristics in terms of 
the design and the range of compression forces to be measured. The spring is made of stainless steel (EN 10270-3, 
INOX-AISI 302) and is 67.55 mm in length, with an outside diameter of 7.1 mm and an inside diameter of 6.1 mm. The 
wire diameter (thickness) is 0.5 mm. The spring has 30 turns with a pitch (average distance between two active turns of 
the spring) of 2.37 mm. 
 
The spring will compress at a distance proportional to the force applied on it, and the elasticity constant (k) is equal to 




This instrument is capable of compacting with a precise and calibrated force range. Table (2) shows the calibration 
values at the different shank markings. 
The calibration was carried out by an independent calibration company (Ac6 Metrología SL, Navarra, Spain) accredited 
by the National Accreditation Entity (Entidad Nacional de Acreditación- ENAC). Three measurement series were 
performed with increasing force values at compression by comparison with a standard transducer (Z30, nº 09130043 of 
HBM, Madrid, Spain). The resolution is 0.00980665 N. The measurand was established between the start and end of 










Table 2: Calibration results at the different forces measured by this instrument.  
FN: Force indicated by the instrument to be verified for increasing force values; c = Relative correction (values 
indicated in %, corresponding to the amount that must be algebraically added to the reading of the measurand to 
obtain the conventionally real force);W = Relative expanded uncertainty (corresponding to a coverage probability of 
approximately 95%, considering contributions due to the relative errors of the repeatability, zero, resolution and the 
standards used in the calibration). 
 
2.4.- IN VITRO ASSAYS 
 
To test the objectives, we conducted an assay performing 3 compactions using our instrument on 0.20 ± 0.01 grams of 
bovine-origin xenograft with a 0.5 to 1 mm particle size (Cerabone® by Botiss Biomaterials GmbH, Dieburg, Germany). 
The assay was conducted at different forces in test tubes, and the compaction and reorganisation of the xenograft 
particles were observed by means of microcomputed tomography (micro-CT). 
 
To quantify the 3D microstructure, the samples were scanned by a high-resolution micro-CT (SkyScan 1174 by Bruker, 
Kontich, Belgium). The images were obtained by X-rays at a voltage of 50 kV and an amperage of 800 μA. 
 
All samples were scanned using a 1 mm aluminium filter at a resolution of 11.8 pixels. We obtained a set of 613 images 
for each sample, with a rotation pitch of 0.3° and an average of 2 frames for a total rotation of 180 °. The scanning time 
for each sample was approximately 3 hours using an exposure time of 8500 ms. A flat-field correction was performed at 









1 0.57 -0.69 0.73 
2 0.80 -0.11 0.45 
3 1.29 -0.24 0.45 
4 1.82 -0.27 0.56 
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(Control Software, SkyScan 1174 by Bruker, Kontich, Belgium). The correction values of the attenuation coefficient, 
beam hardening, smoothing and reduction of ring artefacts were the same in all samples. A porosity analysis was 
performed with the software CTAn (Software for measurements and visualisation, SkyScan 1174 by Bruker, Kontich, 
Belgium). The volume of interest (VOI) was manually delimited in each sample. The global greyscale threshold levels 




A compactor instrument capable of measuring the force at which a biomaterial is being compacted has been 
manufactured. Its characteristics (size, easy handling and material of elaboration) make it applicable for clinical use. A 





Fig. 4: Simulation of the instrument in alveolar regeneration. 
 
The instrument can compact to certain standardised and calibrated forces. 
  
The micro-CT shows the compaction and reorganisation of the xenograft particles used (Cerabone® from Botiss 
Biomaterials GmbH, Dieburg, Germany) at different compression forces, obtaining variations in the area where the 
vessels and cells should penetrate. In fact, without compression, free spaces occupy 55.80% of the sample. When 
applying forces of 0.80 and 1.82 N, the spatial percentages decrease by 1.3 and 3.2%, respectively. Figure 5 shows 
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Fig. 5: Micro-CT images of the structure of the particulate graft with a resolution of 11.8 pixels, a scanning time of 3 




An instrument with clinical manageability capable of compacting a biomaterial and measuring the compaction force 
applied has been successfully designed and developed. To date, the compaction of the biomaterial is carried out 
using different manual compactors, disregarding the force applied on the graft. 
 
Since the development of the new bone depends on the creation of new blood vessels that provide progenitor cells 
and nutrients to the area under regeneration [16-19], the maintenance of the spaces between the biomaterial particles 
seems essential. This is a very relevant issue because it is understood that if small differences such as the micro- and 
nano-roughness of the surface or the wettability and porosity of the biomaterial can influence the results [14, 20], the 
disposition of the particles and therefore of the resulting spaces between them should also influence the results of the 
bone regeneration. 
 
However, there is no clear scientific evidence regarding the influence of the force applied and the technique used for 
compacting the biomaterial on the results of bone regeneration. The only two studies available in the literature [14, 
15] that evaluate the role of the compaction pressure of particulate bone grafts have been performed in animals, 
although they conclude that it does influence the results of the bone regeneration. However, these two studies apply 
compression using methods that cannot be extrapolated to oral or clinical surgery (one uses coins wrapped in 
aluminium foil [14], and another uses a weight system [15]). In addition, in one of the studies [14], the tested forces 
(4.1 - 8.2 g) are quite different from those that our first test with a group of oral surgeons has shown to be used in 
clinical practice. 
 
The designed instrument bases its operation on a compression spring. The spring will compress at a distance 
proportional to the force applied on it; the constant of proportionality or elastic constant (k) of the spring in this case 
is 0.0076 DaN/mm. The newly developed instrument can compact a biomaterial with determined, standardised and 
calibrated forces. These forces are correlated with those most commonly used in clinical practice because according 
to the aforementioned test, the average force applied by an experienced oral surgeon is 0.52  0.24 N, and the 
maximum force is 1.49 N. Nevertheless, with this design, different ranges of compressive force can be generated 
depending on the results of future in vivo research or different demands because springs with different elastic 
constants (k) or stops in the spring route can be incorporated. 
This instrument will allow us to: 
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-   Determine in applied research studies (experimental animals) whether the compressive force on the 
bone graft packaging influences angiogenesis and bone regeneration and how such force influences the 
results and establish which compaction condition is preferable in a range corresponding to common 
clinical standards; 
-   Standardise future research studies on these biomaterials, eliminating possible confounding factors 
such as the compaction force; and 
-   Obtain better results in our bone regeneration procedures by performing the compaction in the force 
range considered the most suitable. 
 
Regarding the influence of pressure on the reorganisation of the particulate graft, the micro-CT test showed that 
increasing the compressive force reduces the space between the particles provided for cell proliferation and migration, 
which may influence the angiogenesis in vivo and the final results of the bone regeneration. Although the reductions in 
the free space with applied forces of 0.80 and 1.82 N have been determined to be 1.3 and 3.2%, respectively, future 
research should evaluate whether this variation in the porosity will result in significant differences in in vivo studies. 
 
In dentistry, the appearance of 2nd-generation periodontal probes was an advance similar to what our instrument offers. 
Compared to conventional probes, 2nd-generation probes are able to perform measurements with a controlled force. 
Periodontal catheterisation is one of the methods used to diagnose and monitor patients with periodontal disease [21, 
22]. With conventional probes, the force applied during the probing process can be misleading [23-25]. In fact, the 
probing force with conventional probes varies between 3 and 140 grams, depending on the location to be probed and the 
professional who performs the probing [26]. The controlled strength achieved with the 2nd-generation periodontal 
probes produces an increase in inter-examiner reproducibility [26]. Therefore, 2nd-generation probes are a better tool 




Currently, the placement of graft biomaterials during bone regeneration is done manually and is therefore clinically 
dependent. The force applied on the biomaterial during its implantation is neglected, despite the fact that there seems to 
be scientific evidence for the effects of different compressive forces on the biomaterial on the angiogenesis and on the 
prognosis of the regeneration. 
 
A calibrated compaction instrument was designed and is suitable for clinical use due its characteristics (size and 
materials of elaboration) that could allow controlled and precise compaction of biomaterials. 
 
An in vitro micro CT assay showed a reduction of the free spaces (provided for the penetration of vessels and cells 
during bone regeneration) when the compaction force increases. In fact, the spatial percentage decreases by 1.3 and 
3.2% after applying forces of 0.80 and 1.82 N. 
 
This instrument could allow us to standardise future research studies conducted on biomaterials and could even yield 
better results in bone regeneration procedures if we can prove, through in vivo studies, that these differences in the 




1. “Glossary of Implant Terms”. Journal of Oral Implantology. February 2003. Vol. 29-1. p. 29-40. 
2. Sullivan RM. “Implant dentistry and the concept of osseointegration: a historical perspective”. Journal of California Dental Association. 
November 2001. Vol. 29-11. p.737-745. 
3. DiMatteo AM, Lantanyshyn K. “Guide to implant dentistry”. Inside Dentistry. April 2014. Vol.10-4. p.95-100. 
4. Nishioka RS, Kojima AN. “Screw spreading: technical considerations and case report”. The International Journal of Periodontics and 
Restorative Dentistry. April 2011. Vol. 31-2. p.141-147. 
5. Sbordone L, Toti P, Menchini-Fabris G, et al. “Implant survival in maxillary and mandibular osseous onlay grafts and native bone: a 3-
year clinical and computerized tomographic follow-up”. The International Journal of Oral and Maxillofacial Implants. July-August 2009. 
Vol. 24-4. p.695-703. 
 
 
DESIGN OF A PRECISION COMPACTOR FOR USE IN GUIDED BONE 
REGENERATION IN THE AREA OF ORAL SURGERY  
 
BIOTECHNOLOGY 
RESEARCH ARTICLE Aritza Brizuela Velasco, Antonio Jiménez Garrudo, Iratxe Viteri-Agustí , David 
Chávarri Prado, Esteban Pérez Pevida , Markel Diéguez Pereira, Oier 
Montalbán Vadillo, Iker Bellanco de la Pinta, Yelko Chento Valiente, Eneko 







  Pag. 11 / 11 
Publicaciones DYNA SL  --  c) Mazarredo nº69 - 4º  -- 48009-BILBAO (SPAIN) 
Tel +34 944 237 566 – www.revistadyna.com - email: dyna@revistadyna.com 
6. Chou J, Hao J, Kuroda S, et al. “Bone regeneration of calvarial defect using marine calcareous-derived beta-tricalcium phosphate 
macrospheres”. Journal of Tissue Engineering. February 2014. Vol.21-5. p.1-7.(doi: : http://dx.doi.org/10.1177/2041731414523441). 
7. Chiapasco M, Ferrini F, Casentini P, et al. “Dental implants placed in expanded narrow edentulous ridges with the Extension Crest 
device. A 1-3-year multicenter follow-up study”. Clinical Oral Implants Research. June 2006. Vol.17-3. p.265-272. (doi: : 
http://dx.doi.org/10.1111/j.1600-0501.2005.01196.x). 
8. Annibali S, Bignozzi I, Sammartino G, et al. ”Horizontal and vertical ridge augmentation in localized alveolar deficient sites: a 
retrospective case series”. Implant Dentistry. June 2012. Vol. 21-3. p.175-185. (doi: : http://dx.doi.org/10.1097/ID.0b013e31824ee3e9). 
9. Nyman S, Karring T, Lindhe J, et al. “Healing following implantation of periodontitis affected roots into gingival connective tissue”. 
Journal of Clinical Periodontology. October 1980. Vol.7-5. p.394-401. (doi: 10.1111/j.1600-051X.1980.tb02012.x). 
10. Gottlow J. “Guided tissue regeneration using bioresorbable and non-resorbable devices: Initial healing and long-term results”. Journal of 
Periodontology. November 1993. Vol.64-11Suppl. p.1157-1165. (doi: 10.1902/jop.1993.64.11s.1157). 
11. Melcher AH. “On the repair potencial of periodontal tissues”. Journal of Periodontology. May 1976. Vol. 47-5. p.256-260. (doi: : 
http://dx.doi.org/10.1902/jop.1976.47.5.256). 
12. Melloning JT, Nevins M. “Guided bone regeneration of bone defects associated with implants: an evidence-based outcome 
assessment”. The International Journal of Periodontics and Restorative Dentistry. April 1995. Vol.15-2. p.168-185. 
13. Nasr H, Aichelmann-Reidy ME, Yukna R. “Bone and bone substitutes”. Periodontology 2000. February 1999. Vol. 19. p.74-86.  (doi: : 
http://dx.doi.org/10. 1111/j.1600-0757.1999.tb00148.x). 
14. Romanos GE, Delgado-Ruiz RA, Gómez-Moreno G, et al. (in press). “Role of mechanical compression on bone regeneration around a 
particulate bone graft material: an experimental study in rabbit calvaria”. Clinical Oral Implants Research. April 2015. Vol. 12. (doi: : 
http://dx.doi.org/10.1111/clr.12592). 
15. Delgado-Ruiz RA, Romanos GE, Gerhke SA, et al. (in press). “Biological effects of compressive forces exerted on particulate bone 
grafts during socket preservation: animal study”.  Clinical Oral Implants Research. August 2016. Vol.2. (doi: : 
http://dx.doi.org/10.1111/clr.12942). 
16. Hämmerle CH, Schmid J, Lang NP, et al. “Temporal dynamics of healing in rabbit cranial defects using guided bone regeneration”. 
Journal of Oral and Maxillofacial Surgery. February 1995. Vol.53-2. p.167-174. (doi: https://doi.org/10.1016/0278-2391(95)90396-8). 
17. Hämmerle CH, Schmid J, OlahAJ, et al. “A novel model system for the study of experimental bone formation in humans”. Clinical Oral 
Implants Research.  March 1996. Vol.7-1. p.38-47. (doi: : http://dx.doi.org/10.1034/j.1600-0501.1996.070105x). 
18. Schmid J, Wallkamm B, Hämmerle CH, et al. “The significance of angiogenesis in guided bone regeneration: a case report of a rabbit 
experiment”. Clinical Oral Implants Research. June 1997. Vol.8-3. p.244-248. (doi: : http://dx.doi.org/10.1034/j.1600-
0501.1997.080311.x). 
19. Glowacki J. “Angiogenesis in fracture repair”. Clinical Orthopaedics and Related Research. October 1998. Vol.355-Suppl. p.82-89. (doi: : 
http://dx.doi.org/10. 1097/00003086-199810001-00010). 
20. Padial-Molina M, Galindo-Moreno P, Fernández-Barbero JE, et al. “Role of wettability and nanoroughness on interactions between 
osteoblast and modified silicon surfaces”. Acta Biomaterialia. February 2011. Vol.7-2. P.771-778. (doi: : 
http://dx.doi.org/10.1016/j.actbio.2010.08.024).  
21. Badersten A, Nilvéus R, Egelberg J. “Scores of Plaque, bleeding, suppuration and probing depth to predict probing attachment loss. 5 
years of observation following nonsurgical periodontal therapy”. Journal of Clinical Periodontology. February 1990. Vol.17-2. p.102-7.  
(doi: : http://dx.doi.org/10.1111/j.1600-051X.1990.tb01070.x). 
22. Claffey N, Nylund K, Kiger R, et al. “Diagnostic predictability of scores of plaque, bleeding, suppuration and probing depth for probing 
attachment loss. 3 ½ years of observation following initial periodontal therapy”. Journal of Clinical Periodontology. February 1990. 
Vol.17-2. p.108-14. (doi: : http://dx.doi.org/10.1111/j.1600-051X.1990.tb01070.x). 
23. Grossi SG, Dunford RG, Ho A, et al. “Sources of error for periodontal probing measurements”. Journal of Periodontal Research. July 
1996. Vol.31-5. p.330-6. (doi: : http://dx.doi.org/10.1111/j.1600-0765.1996.tb00500.x). 
24. Jeffcoat MK, Jeffcoat RL, Jens SC, et al. “A new periodontal probe with automated cemento-enamel junction detection”. Journal of 
Clinical Periodontology.  April 1986. Vol.13-4. p.276-80. (doi: : http://dx.doi.org/10. 1111/j.1600-051X.1986.tb02222.x). 
25. McCulloch CA, Birek P, Hardy V. “Comparison of gingival attachment level measurements with an automated periodontal probe and a 
pressure-sensitive probe”. Journal of Periodontal Research. September 1987. Vol.22-5. p.348-52. (doi: : http://dx.doi.org/10.1111/j.1600-
0765.1987.tb01597.x). 
26. Pascual Aramburu JA, Lázaro Calvo PJ, Herrero Climent M. “Sondas electrónicas en periodoncia”. Periodoncia. July-September 2003. 
Vol. 13-3. p.197-210.  
 
